Radiation monitoring with reference to the medical environment.
This paper discusses the general principles of monitoring with some examples taken from the medical environment. The discussion is divided into two sections. The first section deals with the principles of personnel monitoring as well as the most common types of dosimeters used. Specific techniques applicable to the various areas of radiology are delineated. The second section deals with the use of portable monitors in a medical environment. The types of instruments commonly encountered and their limitations are detailed. This section also discusses the use of portable monitors as applied to the various areas of radiology. In each section some brief historical background has been added where possible.